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Optical clocks are not only powerful tools for prime fundamental research, but are also deemed for
the re-definition of the SI base unit second as they now surpass the performance of caesium atomic
clocks in both accuracy and stability by more than an order of magnitude. However, an important
obstacle in this transition has so far been the limited reliability of the optical clocks that made a
continuous realization of a timescale impractical. In this paper, we demonstrate how this situation
can be resolved and that a timescale based on an optical clock can be established that is superior
to one based on even the best caesium fountain clocks. The paper also gives further proof of the
international consistency of strontium lattice clocks on the 10−16 accuracy level, which is another
prerequisite for a change in the definition of the second.
I. INTRODUCTION
The international system of units (SI) is the universal
base for all measurements and thus constitutes the back-
bone of natural sciences and engineering. The definitions
themselves and their realizations have been adapted over
the years to profit from state-of-the-art research results.
Important modifications are at hand for the electrical
units and the mass, which will be defined through agreed-
upon values of fundamental constants [1].
Due to their impressive progress [2–10], optical clocks
surpass caesium fountain clocks, which currently realize
the SI-second with lowest uncertainty, in terms of stabil-
ity and of accuracy realizing an unperturbed atomic tran-
sition frequency. This has triggered discussions about the
need for a re-definition of this unit [11, 12]. A first step
has been the acknowledgement of suitable optical tran-
sitions in neutral atoms and ions as secondary represen-
tations of the SI unit “second” by the Commite´ Interna-
tional des Poids et Mesures (CIPM) [13].
Given the outstanding role of the SI, it is of paramount
importance that adaptations must be prepared carefully.
Hence, changes will be acceptable only if [11]
◦ an obvious candidate is identified,
◦ the transition is smooth, and
◦ the new approach is practical.
While the first point stimulates ongoing research, the sec-
ond point has already been addressed satisfactorily for
strontium optical lattice clocks [3, 14] by measurements
of the strontium clock transition frequency with today’s
best possible accuracy; the results in this paper confirm
the previous measurement results. The latter prerequi-
site, however, has not been achieved so far for the can-
didate systems as existing optical clocks have generally
been considered less reliable and thus less suitable for
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the actual implementation of a practical timescale, which
continuously accumulates the atomic seconds.
Timescales provide us with coordinates for the position
of events in time, much like a coordinate system does for
the positioning in space. In particular, it needs to be
realized without interruption to provide a continuous co-
ordinate or to measure time intervals and to synchronize
distant events.
Today, the Universal Coordinated Timescale UTC is
post-processed from a weighted monthly average of the
time kept by some 400 microwave atomic clocks around
the world that are intercompared via satellite links. To
obtain time whenever needed, the time laboratories gen-
FIG. 1. Realization of a timescale TS from a microwave
and an optical clock: The Cs clock transition frequency is
compared against the maser flywheel frequency. The ac-
quired offset yCs−yH is used to correct the classical timescale
TS(Cs) generated from the maser utilizing a phase stepper
(∆φ). An equivalent scheme is applicable when referencing
the timescale TS(Sr) to an optical frequency standard. For
that purpose, the clock laser light is down-converted to the
microwave regime using a femtosecond frequency comb (FC)
before comparing against the flywheel. Moreover, both maser
offsets can be analysed to yield the Sr clock frequency in SI
units.
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2erate local timescales in real-time typically by steering
the output frequency of a continuously running flywheel
oscillator (Fig. 1), e.g. a hydrogen maser, on a monthly
period to stay synchronized with the UTC clock ensemble
[15]. Some time laboratories synchronize their flywheel
oscillators on an even shorter period to match the fre-
quency of a local primary Cs clock [16].
The origin of the time error of such real-time timescales
with respect to an ideal timescale is twofold: First, the
accuracy of the local scale unit is limited by imperfections
of the atomic reference(s). Even for the best caesium
fountain clocks this error can integrate to about 1 ns after
one month. Second, missing information from UTC or
down-times of the local atomic reference clock introduce
a time error depending on the instability of the flywheel
oscillator.
Due to the averaging, UTC is more stable than most
local timescales. Thus, in practice the quality of a lo-
cal timescale is typically assessed by comparing to UTC,
which, however, is not an ideal reference. Due to its con-
struction, a deviation between the rate of UTC and the
second of the local fountains can be as large as 0.1 ns/day,
which accumulates to a time error of about 3 ns at the
end of the month.
Optical clocks are expected to be capable of reducing
the time error of a likewise realized local timescale by
more than one order of magnitude (a projected clock un-
certainty of . 1 × 10−17 corresponds to a time error .
25 ps after a month) – provided the time error arising
from their down-times is limited to an acceptable level –
and thus significantly improve the timescale’s predictabil-
ity. Together with improved time link technologies [17],
a network of optical atomic clocks will allow the gen-
eration of a much more stable UTC and thus labelling
events in time all over the world more precisely. This
would be beneficial for global navigation systems, astro-
and fundamental physics.
In this article, we demonstrate how PTB’s strontium
lattice clock is now able to maintain a local timescale
with a time error of less than 200 ps compared to an ideal
reference over about 25 days, or 7 × 10−17 in fractional
units. Over this period, the optical clock is allowed to
operate with long interruptions (overall clock availabil-
ity: ≈ 46 %), and down-times are bridged by a hydrogen
maser flywheel. The distortion of the scale unit due to
the use of the flywheel while the clock is offline causes
the dominant contribution to the achieved residual time
error. Yet, this shows for the first time that already
today optical frequency standards with limited availabil-
ity can actually serve as atomic references to support a
local timescale over extended periods, yielding a long-
term performance better than of the ones referenced to
the best current microwave clocks even if they are oper-
ated free of interruptions. Further improvements of the
timescale based on an optical clock are at hand by ever
higher availability of the optical clock.
Moreover, the maser-flywheel-assisted Sr data together
with data from one of our Cs fountains acquired in par-
allel enabled us to measure the Sr clock transition fre-
quency with minimum uncertainty. So far this could
only be achieved by operating the clocks for long times
and/or by averaging over several of the best fountain
clocks [3, 14].
II. OPTICAL CLOCK OPERATION
The strontium lattice clock was operated during two
campaigns in October 2014 and June 2015 under condi-
tions very similar to those of a previous campaign [14].
A new interrogation laser system [18] improved the es-
timated optimum fractional frequency instability of the
Sr clock, expressed as the Allan deviation σ, to below
σSr(τ) = 2× 10−16/
√
τ with averaging time τ [19].
For best accuracy of the lattice clock, we reduced the
duty cycle of the clock interrogation and thus reduced
the power dissipation in the experimental apparatus that
leads to thermal gradients. These gradients limit our
knowledge of the ac- and dc-Stark line shift due to black-
body radiation (BBR) and thereby cause the largest un-
certainty contribution to our lattice clock. With this re-
duced duty cycle, our clock still achieved an estimated
instability of about σSr(τ) = 5 × 10−16/
√
τ during the
measurement campaign. The clock’s systematic uncer-
tainty uB(Sr) of 1.9 × 10−17 has been evaluated simi-
larly to [14] and is discussed in detail in the supplement
Section VI. It is at least an order of magnitude smaller
than the systematics of PTB’s primary Cs fountain clocks
CSF1 and CSF2 [20–23].
From October 6 through 15, 2014, the lattice clock was
operated together with CSF2 (uB(CSF2) = 3.1× 10−16)
to measure the SI frequency of the Sr clock transition,
which we will discuss first. The frequencies of the Cs
clock and the Sr lattice clock have been compared via
femtosecond frequency combs (FC in Fig. 1). A con-
tinuously operated, high-performance hydrogen maser
(VREMYA-CH VCH-1003M) used as a flywheel is con-
nected to both clocks, e.g. for the generation of a
timescale steered by either the Cs fountain (TS(Cs), [16])
or the lattice clock (TS(Sr)). During the measurement
campaign, the lattice clock was operated over a total
up-time of TSr = 267 000 s (shown in Fig. 2 (b)), to-
gether with the almost continuously running fountain
clock (availability > 98 %).
From this simultaneous comparison of the Cs and
the Sr clock with the maser, the lattice clock’s fre-
quency can be calculated in the SI unit Hertz as re-
alized by the Cs fountain clock. For white frequency
noise, which is the dominating noise type in atomic fre-
quency standards, the statistical clock uncertainty for a
given averaging time τ is equal to the Allan deviation
uclock(τ) = σclock(τ) [24]. Thus, the fountain clock’s in-
stability σCSF2(τ) = 1.7 × 10−13/
√
τ clearly dominates
the statistical uncertainty of the measurement given by
uA =
√
σ2Sr(TSr) + σ
2
CSF2(TSr) = 3.3× 10−16.
However, using only the joint up-times of both clocks
3does not make any use of the information available from
the maser: Its frequency is more stable than the foun-
tain’s for periods of up to 105 s and can be measured ac-
curately even during short up-times of the lattice clock.
Therefore, it is reasonable to take the maser frequency
value measured with the Sr clock as representative for
longer intervals to improve uA.
In general, due to the maser instability there is a po-
tential difference between the maser frequency averaged
over time TSr and any chosen extended time Text. The
lack of knowledge about this potential difference is ex-
pressed as an additional uncertainty uext, which, given
the knowledge of the maser flywheel’s properties, can be
calculated.
III. DATA ANALYSIS
The uncertainty uext arises from the extrapolation of
the mean flywheel frequency measured with our Sr clock
over time TSr to the longer time Text. With the help
of Parseval’s theorem, uext can be expressed by the fly-
wheel’s spectrum of frequency fluctuations S(f) and a
weighting function g(t) that describes the respective mea-
surement intervals (see Section VI).
The maser spectrum S(f) is extracted from different
comparisons: the fast fluctuations and, thus, the stabil-
ity at short averaging times τ are obtained from a di-
rect comparison with the Sr clock. The Allan deviation
of a long continuous data set is presented in Fig. 2 (a)
(triangles). Mid- and low-frequency information about
the maser’s frequency fluctuations are obtained from pre-
ceding maser – maser comparisons (diamonds) and the
measurements against the fountain clocks (dots, circles),
respectively. From these data, we derive a model for
S(f) that includes flicker frequency, white frequency, and
flicker phase noise contributions. A linear maser drift
was omitted here, because the analysis was designed to
be drift-insensitive (see Section VI).
The given Sr up-times TSr (see Fig. 2 (b)) and the
length and distribution of the extended time Text, which
we are free to choose, determine the weighting function
g(t) (see Fig. 2 (c) for the exemplary case of Text ≈ 106 s)
and, thus, together with S(f) the corresponding extrap-
olation uncertainty uext (inset of Fig. 2 (a)). Due to the
highly reliable Cs fountain it was not necessary to con-
sider the influence of its down-times on g(t).
For a flywheel-assisted Sr absolute frequency
measurement we optimize Text such that the
overall statistical measurement uncertainty
uA =
√
σ2Sr(TSr) + σ
2
CSF2(Text) + u
2
ext(Text) is min-
imized. As shown in the inset of Fig. 2 (a), the
extrapolation uncertainty reaches the statistical un-
certainty of the primary clock CSF2 at about 106 s;
further extension would degrade the combined statistical
uncertainty uA. We can therefore enlarge the data
set from 267 000 s to about 106 s. In consequence,
the fractional systematic uncertainty of the primary
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FIG. 2. Results achieved during measurement campaign
2014.
a: Stability as represented by the Allan deviation σ of the
relevant oscillators. Solid black line – fountain clock CSF2,
dashed black line – Sr lattice clock, data points – measured
maser stability (triangles: vs. lattice clock, diamonds: maser
comparisons, empty dots: against fountain clocks, filled dots:
ditto without linear drift), solid (dashed) green line – noise
model for the maser with (without) linear drift removed.
The inset again shows the stabilities of the maser (green) and
fountain clock (black). The red curve shows the additional
uncertainty uext when the maser is used as a flywheel and
data is extrapolated from an interval TSr = 267 000 s to Text.
Dashed vertical lines indicate the direct and the optimum
extrapolation measurement times.
b: Frequency deviation between the nominal 100 MHz maser
output and the Sr lattice clock averaged over 10 s assuming
the Sr clock transition frequency equal to the recommenda-
tion of the CIPM for the secondary representation of the
second [25], in total 267 000 s.
c: Weighting function used to derive the calibration uncer-
tainty of the hydrogen maser’s frequency with respect to the
Sr lattice clock for an interval of 106 s.
d: Estimated 1-σ time uncertainty range of TS(Sr) (red
shaded area) and TS(Cs) (gray shaded area) including
statistical and systematic contributions. The red solid
line depicts the time error of a simulated timescale re-
alization TS(Sr) with respect to an ideal reference. It
is shown starting with the first corrected interval (t′ = 0
corresponds to the Modified Julian Date (MJD) t ≈ 56934.6).
4fountain clock of uB(CSF2) = 3.1 × 10−16 becomes
the largest contribution to the overall uncertainty of
this frequency measurement of our strontium lattice
clock. The result for the Sr clock transition frequency is
429 228 004 229 872.97(16) Hz.
The evaluation procedure was applied accordingly to
the later and longer measurement campaign with the
Sr clock being operated from June 04 through 28 to-
gether with the same maser and both fountains: CSF1
(uB(CSF1) = 7.0 × 10−16) and CSF2 (uB(CSF2) =
3.1 × 10−16). The fountain clocks are considered
independent and the results have been suitably av-
eraged yielding the Sr clock transition frequency of
429 228 004 229 873.09(14) Hz. Due to the significantly
longer measurement time the overall statistical uncer-
tainty is further improved. Yet, this does not affect the
overall uncertainty considerably since it is governed by
uB(CSF2).
Both measurements are in very good agreement with
previous high-accuracy measurements [3, 14] and pro-
vides a metrologically important confirmation that is nec-
essary to build confidence in view of a re-definition of the
SI-unit second. The excellent agreement between abso-
lute frequency measurements of strontium lattice clocks
in numerous institutes is shown in Fig. 3 (a). We want
to emphasise that due to the assistance of the flywheel
the achieved overall frequency measurement uncertainty
in the 2015 campaign is very close to the lowest one ever
achieved [3]. Likewise the frequency values deviate only
in the low 10−17. Fig. 3 (b) points out that the sys-
tematic uncertainties of present-day Sr clocks worldwide
range from similar to to well below the Cs systematics
of the absolute frequency measurement with the lowest
achieved uncertainty [3].
IV. REALIZING AN OPTICAL TIMESCALE
The combination of the intermittently operated but ac-
curate Sr clock and the reliable but less accurate maser
can as well be utilized to establish a continuous high-
performance timescale TS(Sr) by steering the maser out-
put frequency. This situation is not particular to op-
tical clocks [36, 37, 40], but nowadays prevalent when
timescales are established in metrology institutes or con-
tributing to UTC [15, 41–43].
In general, the steering algorithm can be optimized
with respect to a stable scale unit or a good long-term
performance. Both design goals coincide for 100 % clock
up-time but they diverge the longer the clock down-times
are that must be bridged with a less stable flywheel. For
example, when the Sr clock becomes available again af-
ter a long interruption, the flywheel instability may have
lead to a large time error. Thus, correcting the time error
instantaneously will significantly distort the scale unit’s
stability while the stability for longer averaging times is
improved. For TS(Sr) we focus on a low statistical un-
certainty for long averaging times. In order to provide
8 7 1  H z 8 7 2  H z 8 7 3  H z 8 7 4  H z 8 7 5  H z
J I L A  0 7S Y R T E  0 8J I L A  0 8U T  0 9P T B  1 1N I C T - a  1 2N I C T - b  1 2  S Y R T E  1 3P T B  1 2N M I J  1 4  N I C T  1 4P T B  1 4N I M  1 5N I C T  1 5N M I J  1 5P T B  1 5 S Y R T E  1 5
N I C T  1 5
N I C T  1 4
P T B  1 5
N I M  1 5
N M I J  1 5
bU T  1 5
 
  
T r a n s i t i o n  f r e q u e n c y  -  4 2 9  2 2 8  0 0 4  2 2 9  0 0 0  H z
J I L A  1 5
a
1 0 - 1 8 1 0 - 1 7 1 0 - 1 6 1 0 - 1 5
 
S y s .  u n c e r t a i n t y
FIG. 3. a: Comparison of measured absolute frequencies of
the 5s2 1S0 – 5s5p
3P0 transition in
87Sr. The values have
been obtained from various references [3, 14, 26–37]. PTB 14
and PTB 15 have been obtained in this work. The vertical line
indicates the frequency recommended by the CIPM in 2013
for the secondary representation of the second by Sr lattice
clocks [25], the dashed lines show the assigned uncertainty.
b: Listing of the systematic uncertainty uB of the best Sr
clocks worldwide [9, 35–39]. The gray line indicates the Cs
systematic uncertainty of the absolute frequency measure-
ment with the smallest overall uncertainty so far [3].
time whenever needed we choose a real-time implemen-
tation even though it can result in a degraded short-term
stability compared to a post-processing approach.
The steering algorithm works as follows: The average
maser frequency is calculated regularly once per hour us-
ing the frequency information available up to that point
from the Sr clock. The average fractional frequency dif-
ference yH − ySr is used as estimate for the fractional
maser frequency yH over the full elapsed time t
′. The
corresponding time error ∆T ′ = −t′ ·yH is applied to the
phase stepper in Fig. 1 to correct the maser and yield
TS(Sr).
The evaluation of the extrapolation uncertainty dis-
cussed above can be used to quantify the crucial pa-
rameter of the timescale – its predictability (or its un-
certainty). The main difference to the situation of the
absolute frequency measurement is that now we are not
free to chose the extended time interval Text since it is
determined by the timescale’s origin and the duration
for which the timescale has to be provided. For conve-
nience, we will discuss an optical timescale that covers
the 12 days of our first flywheel-assisted absolute fre-
quency measurement campaign.
The inset in Fig. 2 (a) shows the frequency uncertainty
uext(Text) of an ensemble of masers – all having the same
instability like our maser – whose frequencies are extrap-
olated from TSr to a continuous period Text (red line).
The curve can be related to an accumulated timescale
uncertainty via uTSext = uext(Text) · Text when realizing a
5timescale by correcting such maser’s frequency by inter-
mittent measurements with our optical clock. To yield
the overall optical timescale uncertainty, this contribu-
tion has to be added in quadrature to the accumulated
time uncertainty of the Sr clock’s scale unit, which is at
least an order of magnitude smaller. The uncertainty
of TS(Sr) is compared to that of a theoretical timescale
TS(Cs) based on a Cs reference with 100 % up-time (as-
suming the parameters of PTB’s fountain clock CSF2).
Fig. 2 (d) shows 1-σ-uncertainty bands of the
timescales TS(Sr) and TS(Cs) as shaded areas includ-
ing statistical and systematic contributions for the 2014
measurement campaign. In case of TS(Sr), the statistical
uncertainty connected to the interrupted optical clock op-
eration uTSext is calculated by the method described above,
applying a weighting function that reflects the elapsed
time and up-time of the optical clock. In this case, uTSext
is not insensitive to a linear drift of the flywheel for all
times and thus an uncertainty contribution considering
this fact is added in quadrature. However, in a real op-
eration scenario the drift is usually known, e.g. from
long-term comparisons against UTC, and can easily be
corrected.
For the considered 12-days period, the uncertainty of
TS(Sr) is well below 200 ps at all times. While the over-
all uncertainty of TS(Cs) is dominated by the reference
clock’s systematics, that of TS(Sr) is governed by uTSext
due to its limited availability of the Sr clock of about
27 %. Thus, with increasing optical clock availability the
uncertainty of TS(Sr) would be further reduced. Yet,
even with the optical clock operation periods at hand,
which can be considerably increased for the realization
of a timescale, the uncertainty of TS(Sr) is clearly below
that of the traditional timescale at all relevant times.
Moreover, the uncertainty of TS(Cs) is increasing much
faster.
To illustrate a typical behavior of TS(Sr) during the
measurement interval of interest we choose a numerical
approach (see Section VI) since an experimental char-
acterization requires an equal or even better reference
timescale. A resulting TS(Sr) is given in Fig. 2 (d) in-
dicating its high stability. The initial transient response
at day 2 is an artefact of the initialization of the real-
time timescale and could be reduced considerably in post-
processing. Between day 6 and 9, when no data from the
lattice clock is available, TS(Sr) starts to deviate accord-
ing to the free-running maser instability, but once there
is new optical data available (t > 9 days) the time offset
does not increase further and is even reduced due to a
improved estimate of the past maser average frequency.
The approach described above was also applied to the
maser-assisted Sr data acquired in 2015 where the Sr-
maser comparison was performed not only for a longer
time (TSr ≈ 922 000 s) but also with a much higher over-
all availability of about 46 % (see Fig. 4 (a)). This al-
lows providing a stable TS(Sr) over the extended period
of 25 days, which is close to the typical 1-month report-
ing interval of UTC. The uncertainty bands of TS(Sr)
FIG. 4. Results achieved during measrurement campaign
2015.
a: Frequency deviation between maser and the Sr clock.
b: 1-σ time uncertainty range of TS(Sr) (red) and TS(Cs)
(gray) including statistical and systematic contributions.
compared to TS(Cs) are depicted in (Fig. 4 (b)). Still,
the uncertainty of TS(Sr) is governed by uTSext. Yet, the
higher optical clock availability enables a timescale un-
certainty of . 200 ps for the whole 25-days period, which
is a factor of 3.6 smaller than that of TS(Cs) that is con-
trolled by an interruption-free CSF2. Thus, compared to
the 2014 campaign no larger timescale uncertainty was
accumulated even though the timescale was provided for
an interval of twice the length.
The agreement of the flywheel-assisted strontium ab-
solute frequency measurement presented above and the
conventional measurements (Fig. 3 (a)) at the low 10−16
level can be considered a confirmation of our uncertainty
evaluation (a frequency difference of 3 × 10−16 corre-
sponds to a time error of ≈ 300 ps (650 ps) over 12 days
(25 days)).
V. CONCLUSION
This paper demonstrates that optical frequency stan-
dards and in particular strontium lattice clocks have
reached a maturity such that they now can be used in
combination with a high-quality commercially available
flywheel oscillator to generate a timescale that shows be-
yond state-of-the-art performance. This is essential for
actual optical clock applications and a redefinition of the
SI-unit second. The measurement campaign presented in
Fig. 2 (b) did not explicitly aim for maximum up-time
and can therefore be regarded a lower limit of capability
of our apparatus. Yet, Fig. 2 (d) shows that a time error
of below 200 ps was achieved for a measurement inter-
val of 12 days. In the second measurement campaign a
higher optical clock availability was realized yielding an
improved time uncertainty of . 200 ps over a 25-days
6interval, which is close to the typical comparison dura-
tion to establish UTC. This is a remarkably low value
in view of the deviations in the ns-range between the
best timescales reported in the monthly Circular-T [44],
which, however, includes an additional time link error of
about . 1 ns.
Concerning the flywheel oscillator, several choices are
available besides the H-maser used here to achieve lower
scale unit distortions for certain gap durations. Cryo-
genic sapphire microwave oscillators [45], cryogenic opti-
cal reference resonators [46–48], and lasers stabilized by
the method of spectral hole burning [49] show excellent
mid- and long-term stability and could serve this pur-
pose. Even an optical clock that is optimized for relia-
bility instead of accuracy can be envisaged. Ultimately,
an ensemble of flywheels is conceivable providing lowest
instability for all occurring gap durations.
Today’s satellite-based comparison techniques can
readily provide timescale comparisons with uncertain-
ties below 1 ns [50]. Thus, having averaged for a year
or more, the well-established satellite network would al-
low the intercontinental comparison of flywheel-assisted
optical clocks in the low 10−17 regime. Even further,
ESA’s future space mission Atomic Clock Ensemble in
Space (ACES) will provide enhanced frequency com-
parison capabilities over intercontinental distances [51],
such that flywheel-supported optical clock comparisons
will no longer be limited by the satellite link between
them. Thus, intercontinental clock comparisons with
uncertainty in the 10−18 regime after averaging over a
month is within reach.
The current optical clocks can be developed towards
mostly autonomous systems that will increase the aver-
age availabilities [52]. For example, a clock availability of
70 % would immediately improve uTSext further to below
60 ps over 30 days assuming our system and a worst-
case-scenario of a single 7 h interruption per day, which
corresponds to a frequency uncertainty of 2× 10−17.
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7VI. SUPPLEMENTARY MATERIAL
Sr lattice clock operation To interrogate the
698 nm 1S0 − 3P0 clock transition of 87Sr, an atomic
beam from an oven is Zeeman-slowed and loaded into
a magneto-optical trap (MOT) operated on the strong
461 nm 1S0−1P1 transition. After less than 300 ms load-
ing, the atoms are transferred into a second-stage MOT
operated on the 689 nm intercombination line, 1S0−3P1,
that allows for laser cooling of the atoms to a few mi-
crokelvin.
During the last cooling phase, the atoms are loaded
into a nearly horizontally oriented 1D-optical lattice at
the Stark-shift cancellation wavelength of strontium near
813 nm [53]. In the lattice, the atoms are spin-polarized
to either the mf = +9/2 or −9/2 level of the ground
state. The polarization of the sample is purified by a
short pi pulse on the clock transition in a homogeneous
magnetic bias field and subsequent removal of remaining
ground state atoms.
After removing high-energy atoms from the lattice by
temporarily reducing the lattice depth [14], the clock
transition is interrogated in a bias field of about 25 µT.
The excitation probability is estimated from the atoms
in ground and excited state after the interrogation. To
derive an error signal free from linear Zeeman shift the
mf = ±9/2 transitions are sequentially interrogated at
both points of maximum slope; thus four interrogations
update the error signal. A single interrogation sequence
lasts about 1 s, or, if a dead time is introduced to reduce
heat load and thermal gradients, one interrogation every
2 s is performed.
Different from our previous set-up [14], the 429 THz
clock laser system interrogating the 87Sr 1S0 –
3P0 clock
transition was replaced such that stabilization to the
cryogenic silicon cavity [47] is no longer required [54].
The new clock laser system uses a 48 cm long reference
resonator made from ultra-low expansion glass [18]. It
enables regular coherent interrogation of 640 ms dura-
tion, which leads to a resonance linewidth of about 1.4 Hz
full-width at half-maximum.
Sr lattice clock uncertainty contributions
BBR shift: The Stark shift caused by BBR was de-
termined experimentally [55], and validated theoretically
[56] as well as experimentally [9]. Recently, the dy-
namic correction factor νdyn, reflecting the difference in
frequency shift between BBR and a static electric field
with equal rms amplitude, was refined [38]. In our ex-
periment, the uncertainty due to BBR is limited by the
uncertainty of the representative temperature Trep. Tem-
perature differences of 1.3 K at maximum measured be-
tween the warmest (Tmax) and coldest (Tmin) point of the
apparatus lead under the assumption of a uniform prob-
ability distribution of Trep to the most probable temper-
ature of (Tmax + Tmin)/2 ≈ 294 K and an uncertainty
of 1.28 × 10−17 of the fractional frequency correction of
492.9 × 10−17. In addition, radiation from the hot oven
reaches the atoms and we estimate a corresponding cor-
effect correction uncertainty
(10−17) (10−17)
BBR room 492.9 1.28
BBR oven 0.94 0.94
second-order Zeeman 3.6 0.15
cold collisions 0 0.08
background gas collisions 0 0.4
line pulling 0 0.01
lattice scalar/tensor −0.7 0.9
lattice E2/M1 0 0.34
hyperpolarisability −0.39 0.18
tunnelling 0 0.21
probe light 0 0.01
optical path length error 0 0.01
servo error 0 0.17
DC Stark shift 0 0.03
total 496.4 1.9
TABLE I. Corrections applied to the measured Sr lattice clock
frequency and their uncertainties during the June 2015 fre-
quency measurement given in fractional units. Details are
given in the text.
rection of 9.4(9.4)× 10−18 [14].
Zeeman shifts: The linear Zeeman shift, as well as the
vector light shift, are removed by stabilizing the interro-
gation laser to the mean frequency of the mF = ±9/2
Zeeman components [57]. Moreover, this scheme pro-
vides continuous monitoring of the total magnetic field
experienced by the atoms and thus enables a character-
ization and correction of the second-order Zeeman shift.
We find a shift of −36(1.5) × 10−18. The uncertainty is
governed by the uncertainty of the magnetic field derived
from the line splitting. The uncertainty of the correction
coefficient and the vector light shift can be neglected.
Collisions: Cold collisions and collisions with the back-
ground gas may cause frequency shifts. We measured the
cold collision shift by variation of the atom density in the
lattice and found a shift of 0(8)×10−19. From the lattice
lifetime of 4 s, background gas collisions lead to a shift
of 0(4)× 10−18 based on [58].
Line pulling: Line pulling is induced by overlapping
transitions caused by atoms populating different levels
or by polarization imperfections of the excitation laser
such that not only pi- but also σ-transitions are driven si-
multaneously. Investigation of the preparation sequence
and the laser polarization as seen by the atoms allows us
to assign a negligible correction with small uncertainty
to the line pulling effect of 0(1)× 10−19.
Lattice light shifts: By varying the lattice depth be-
tween the usual spectroscopy setting of 72 Er and 110 Er,
with the recoil energy of the lattice Er, we find a Stark
shift cancellation frequency of 368 554 471(3) MHz for
mutually parallel lattice polarization and magnetic field
orientation. During the measurement campaign the lat-
tice light frequency is typically slightly offset against the
Stark cancellation frequency, which leads to a shift of
the clock frequency of 7(9) × 10−18. Besides the deter-
mination of the Stark shift cancellation frequency un-
8der the given experimental conditions of lattice polariza-
tion and orientation, possible shifts due to multi-photon
and higher-order multi-pole excitations have to be ac-
counted for [57]. Using the coefficients of [57] for E2/M1
transitions and two-photon induced light shifts (hyper-
polarisability) [3], these higher-order effects cause shifts
of 0(3.4)× 10−18 and −3.9(1.8)× 10−18, respectively.
Tunnelling: Resonant tunnelling in the lattice causes
energy bands with finite widths that can be populated
non-uniformly, which in turn causes a tunnelling-induced
frequency shift. Bandwidths and corresponding shifts
can be reduced by a tilt or acceleration of the lattice
such that tunnelling is no longer resonant [59, 60]. As
we prepare the atoms almost exclusively in the vibra-
tional ground state in longitudinal direction and operate
in a deep lattice, even a small lattice tilt of θ = 0.12(5)◦
present in our set-up is sufficient to reduce the uncer-
tainty due to tunnelling to 2.1× 10−18.
Probe light shift: The highly advanced interrogation
laser [18] enables long interrogation times of 640 ms.
Therefore, the necessary intensity to drive a pi-pulse and
thus the light shift caused by the clock laser are very
small. With the coefficient published in [61], we find less
than 1× 10−19 of fractional shift, which we use as uncer-
tainty.
Optical path length: Changes of the optical path length
between atoms and the clock laser cause a first-order
Doppler shift and therefore errors in the frequency mea-
surement. Although continuous drifts due to, e.g., slow
temperature changes may not be overly harmful [62],
clock-cycle-synchronous vibrations or rf heating of the
AOM may. Lattice clocks offer the unique opportunity
to stabilize the optical path length from the interroga-
tion laser to the atom position determined by the mirror
that forms the standing wave of the 1D lattice. Evalua-
tion of the lock signal [62] reveals an upper limit of path
length-induced shifts of 1× 10−19.
Servo error: In practice, all reference cavities used to
build narrow bandwidth lasers exhibit a frequency drift
due to ageing of the resonator materials and residual tem-
perature variations. Any drift of the clock laser frequency
causes a servo error, since frequency corrections are ap-
plied discontinuously. We reduce this effect by continu-
ously sweeping the laser frequency with a rate that is up-
dated from the atomic signal. Then, only non-linearities
in the drift cause a servo error. As our new reference
cavity shows an exceptionally linear drift, the fractional
uncertainty is 1.7× 10−18.
DC Stark shift: Static electric fields in the interroga-
tion region, for instance produced by patch charges on
isolating surfaces, can cause substantial frequency shifts
[62]. We have evaluated possible offset fields from the
analysis of the observed Stark shift induced by intention-
ally applied electric fields. With an upper limit for the
offset field of about 16 V/m, we expect a DC Stark shift
of below 3× 10−19, which we take as uncertainty [14].
During the measurement campaign performed in Octo-
ber 2014 we observed an increased temperature gradient
across the apparatus resulting in a larger uncertainty of
the Stark shift due to BBR. This lead to a total clock
uncertainty of 3× 10−17.
Theory of data extrapolation For the analysis we
use the normalized frequency fluctuations y(t) defined as
y(t) =
ν(t)− ν0
ν0
(1)
with the frequency ν(t) and the nominal frequency ν0.
These fractional quantities allow to simply compare fluc-
tuations between oscillators of different average frequen-
cies with frequency ratio β = ν
(a)
0 /ν
(b)
0 .
ν(a)(t)/ν(b)(t)
ν
(a)
0 /ν
(b)
0
−1 ≈ ν
(a)(t)− βν(b)(t)
ν
(a)
0
= y(a)(t)−y(b)(t).
(2)
To express the uncertainty introduced by the extrapola-
tion, we follow an approach similar to the one used to
relate Allan deviations and the oscillator frequency noise
spectrum (see e.g. [63] and references therein). Aver-
aging the flywheel frequency y(t) over one set of time
intervals Ti with total duration Ti can be written as
yTi =
∫ ∞
−∞
y(t)gTi(t)dt, (3)
with the weighting function gTi(t):
gTi(t) =
{
1/Ti for t ∈ Ti
0 elsewhere
. (4)
A similar approach is used for atomic clocks to describe
the atoms’ response to frequency fluctuations of the in-
terrogation oscillator [64]. Replacing the weighting func-
tion in Eq. 3 with the combined one g(t) = gT1(t)−gT2(t)
yields the difference δyext = yT1 − yT2 of the mean fly-
wheel frequencies averaged over the two sets of time in-
tervals T1 and T2.
The uncertainty uext due to extrapolating the mean
flywheel frequency from T1 to T2 is given by the standard
deviation of this difference δyext:
u2ext = 〈(δyext)2〉. (5)
Parseval’s theorem relates this variance to the single-
sided power spectral density S(f) of the flywheel oscilla-
tor’s frequency fluctuations as:
u2ext =
∫ ∞
0
S(f) |G(f)|2 df, (6)
with G(f) =
∫∞
−∞ g(t) exp(−2pii ft)dt being the Fourier
transform of the weighting function. Note that the in-
tervals T1 and T2 can deliberately be chosen symmetric
about their common center-of-gravity. In this case, a
pure linear drift of y(t) will lead to a coincidence of yT1
and yT2 . Thus, δyext and uext will not be affected by the
linear drift of the flywheel oscillator.
9Model of maser spectrum Based on the observed
maser frequency fluctuations after removing a linear fre-
quency drift of 1.1×10−16 /day, the fractional instability
of the maser σH(τ) was modelled by three noise contribu-
tions that have been added in quadrature: A contribution
of 1.18× 10−13 · τ−1 from white phase noise, a white fre-
quency noise part of 3.5×10−14 ·τ−1/2 and a flicker floor
of 3 × 10−16 · τ0 [65, 66]. These values were converted
to corresponding spectral power densities of frequency
fluctuations [63] that were used in the calculation of uext
using Eq. 6.
Numerical timescale representation We numeri-
cally generate frequency data traces [67] on a 10 s grid
for the maser flywheel and the Sr clock using the time
intervals of the measurement campaign. While the clock
trace accounts for the statistical noise σSr, the maser
trace reflects the noise and drift characteristics of our
maser model (see above).
This data is used to simulate a timescale realization
TS(Sr) according to the steering algorithm. At the be-
ginning of the measurement interval, the time error ∆T
between the timescale and an ideal one is set to zero. To
attain a complete picture, one also has to account for the
Sr clock’s systematics uB(Sr). This is achieved by setting
off the fractional clock frequency from its ideal value by
0.5×uB(Sr), which results in a minor time error of about
15 ps (20 ps) over the 12 days (25 days).
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